Ipsilateral and contralateral acoustic reflex thresholds.
A commercially available impedancemeter was modified to permit measurement of hearing thresholds. Both the ipsilateral and the contralateral acoustic reflex thresholds were determined in dB SL in a group of 20 young adults with normal hearing. No significant differences in reflex thresholds were obtained.